Pelvic Meckel's Diverticulum Mimicking Bladder on Meckel Scan; The Impact of Quality Control and Technical Issues.
Quality control and technical issues are essential for high-quality imaging. An important technical parameter of image acquisition is selecting zoom factor according to camera field-of-view dimensions and patient's body size. Here, we present a case of atypically located Meckel's diverticulum mimicking bladder on Meckel scan.